An integrated AFM-Raman instrument for studying heterogeneous catalytic systems: a first showcase.
The integration of Atomic Force Microscopy and Raman spectroscopy is tested for use in heterogeneous catalysis research by a preliminary investigation, the photo-oxidation of rhodamine-6G. Temperature and atmosphere were varied in an in situ cell to show compatibility with realistic reaction conditions.